Occlusion of the left common femoral artery after total hip replacement. Report of a case and review of the literature.
Total occlusion of the left common femoral artery occurred after total hip replacement. Presumably the occlusion was caused by polymerization heat produced by the methyl-methacrylate. Only two similar cases have been reported previously. The vascular complications after hip surgery are discussed.